OPERATING INSTRUCTIONS 
FOR MODEL TW-II 


TUBE TESTER 


(ig SUPERIOR INSTRUMENTS CO. 


2435.41 WHITE PLAINS ROAD NEW YORK 67. NY 


T= MODEL TW-11 is a modern Tube Tester employing a newly- 
improved emission type circuit. It will quickly ond efficiently 
fest the ever-increasing number of tube types used in Radio and TV. 


The Mode! TW-11 will test for quality of emission. |! will also 
test for shorts and leakoges and for noise due to faulty elements 
ond loose internal connections. 


Simplification of twitching and controls has enabled us to 
present operating instructions in simple, easy-to-undersiond syle. 
On the following pages, we have illustroted procedures wherever 
potsible. We sugges! you study the doto and the instrument pone! 
before you oltempt to use the unit. The 10 minules you spend in 
doing so will be well invested for # you acquire o proper under- 
standing of how this unit works, i will become your mos! frequently 
used ond indispensable tool. , 


Like olf improved emission type testers, the Model TW-|1 pro- 
vides the means of making the three basic tests: 


1. Tests for shorts and leokoges 


2. Test for quality (Good? Bod) 
3. Test for noise. 


lt is always best to proceed with the short and leokage test 
first ond then follow through with the quality test. It is advisable to do 
so becowre o “shorted” tube would be identified as weh when 
making the short and leakage test. H such a tube were tested for 
quality first, it could domoge the meter beyond repair. 


( PLEASE. . ) 
Read this page and the following one before you 


attempt to use your Model TW-11. 

These two pages include a detailed description. of the pauleus 
front panel components. and the manner in which they function. 

You can get the most out of your instrument (any device in fact) - 
if you fully understand the technical function of the various com- 
ponents. A detailed explanation of the front panel switches and 
controls appears herewith 


TUBE SOCKETS Always check fo see if you are inserting the tube in the correct 
socket. Attempting to force a tube into the wrong socket may damage both. Be especially 
careful with 7 pin sub min IPSS: The dot or red mark should be near the raised section 
of the socket. 


SHORT-QUALITY SWITCH 


The position of the Short-Quality 
switch determines the type of test 
performed by the Model TW-11, When 
plac:d in the up or ‘’Short’’ position, 
inter-element shorts. and leakage are 
indicated. by the teakage indicator 
lamp. When placed in the down or 
“Quality” position, the quality of the 
tube under. tests is indicated on the 
meter. The center or ‘’Special’’ position 
applies a higher test voltage to a 
tube. It is used only when the letter 
(S) appears after an element in the 
“Pp” column of the chart. 


TOP CAP LEAD 


This lead is always 
connected to the top- 
cap of the tube under 
test. If the tube under 
test does not have a 
top-cap, do not allow 
the lead to touch any 
metal part of the in- 
strument. 


ELEMENTAL | 
LEVER | 
SWITCHES 


The lever switches connect the various tube elements to their respective test circuits. 
The letters F, N, P, and K represent the following functions: 
- F—(Filament) When any element is switched to this. position, the voltage selected by 
the filament voltage switch is nnpyaesed between this element and all other elements 
left in the “K’ position. 

N—(Neutral) When any element is switched to this position, the element is isolated 
from all other elements in the tube. It is used to isolate an element such as-a tapped 
filament from all other elements during the tube test. 

P—(Plate Position) This position connects the meter during quality tests and the 
indicator lamp during the short test to the element under test. 

K—(Cathode Position) All switches not used in the actual test are left in this position 
and act as part of the cathode or return circuit. 

The elemental switches are numbered 1 to 9 to correspond to the RMA basing of 
the tube. The 10th switch marked “T.C.’’ is used to connect the Top-Cap lead into 
the circuit when needed. 


P 
plugged into this jack, noise. 
caused by loose” elements 
“ean be: heard. 


Place the power switch up to 
the ‘Hi’ position if the 
power line voltage is be- 
tween 115 and 125. volts 
and down to the “Lo’’ posi- 
tion if the power line vol- 
tage is between 105 and 
115 volts. If in doubt, use 
the ‘Hi’ position. 


Throw the ‘'Short-Quality” 
switch to the “Short” posi- 
tion. 


Insert the line cord 
into any 110 Volt, 60 
cycle A.C. line. 
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Rotate the roll chart until the required tube test data appears. 


$ 


Turn the filament switch to the voltage 
-indicated on the roll chart for the tube 
type under test. 


Place lever switches in the “F’ and ‘'N'’ columns as directed on roll chart. 
All other levers should be down in the "'K"’ position. 
eda 
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(The element listed in the ‘P" column is placed in the “P' position for quality 
tests only.) 


os OE haan " (continued) a : . 
To Test Tubes for Shorts and Leakages | 


Insert the tube to be tested into its correct socket. Allow the tube to warm up 
for at least 30 seconds. Be especially careful with 7 pin sub min types. The dot 
or red mark should be near the raised section of the socket. 


INDICATOR 
Lampe 


One at a time, move each lever (except those previously placed in the “EF or N' positions) 
up to the “'P" position. Tap the tube and observe the neon indicator lamp. A glow when 
any of the levers are moved to the "'P” position indicates a ‘‘short."’ Each lever switch must 
be returned to its “K!' position before proceeding with the next element test. Do not place 
more than one switch in the “P' position at any time. 

A slight glow may be disregarded when testing audio tubes such as the 616, 43, 
5OL6, etc. These tubes have a high inherent leakage, which in many cases does ‘not effect 
the operation of the tube, No glow is of course desirable but a slight glow may be con- 
sidered passable. 

A steady glow on any element listed in the filament continuity column of the roll chart 
does not indicate a shorted tube. It does indicate filament continuity. 


LL TT a 


: TO TEST FOR FILAMENT CONTINUITY 


To test for filament continuity, proceed as in “To test for shorts and leakages", but 
use the lever switch listed in the filament continuity column. When this switch is moved 
lo "PR", the indicator lamp will glow if the filament is good. No glow indicates an open 
filament. 
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Plug a pair of magnetic phones (crystal phones won't do) into the 
phone jack marked ‘‘noise-test.” 


Next, follow procedures 1 to 7 as outlined in test for ‘'To Test For. 
Shorts and Leakages"’ except ‘Short-Quality’’ switch is moved to” 
the ‘‘Quality’’ position. 


Now, move each lever individually up to the ‘'P’’ position, tapping 
the tube as you do so. Tubes, which are microphonic due to loose 
elements or touching elements, will cause a pinging sound in the 


phones. This ‘‘ping’’ will be heard superimposed above the hum 
of the tube if hum is present, 


‘Place. the “Short- 

Quality!’ switch in the : 

“down ar “Quality” po- 
sition + 

TE the. letter (S) ayp- 
pears after the element 
listed in’ the MPU cole 
umn, the switch is 
placed in the ‘Special?’ 
or center position. Dis- 
regard the neon. light- 
ing when’ the //Short- 
Quality’ switch “is in 
-its “Special’’ position, 


Place the power-switch up in the 
"Hi position if the power-line voltage 

ly between 115 and 125 volts. If the 
fewer line voltage is between 105 
#nd 115 volts, place the power-switch 
awn in the “Lo’’ position. If in doubt, 
Wie the “Hi” position. 
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Rotate the roll chart until the required tube test data appears. 


Turn the filament switch to ‘the voltage 
indicated on the roll chart for the tube 
type under test. e. 


Place: the lJever switches appearing in. the UF" and “N" columns in their: 
respective positions. 


Place the lever switch appearing in the "'P"’ column in the "P" position. If 
ihe letter 'S" appears after the “P' setting, move the ‘'Short-Quality'’ switch 
je 'Bpee. All other levers should be down in the “K" position. 


Insert the tube to be tested into its correct sockets Allow the tube to warm up 
for at least 30 seconds. Be especially careful with 7 pin sub min types. The dot 
or red mark should be near the raised section of the socket. ae 


Rotate the “load"™ control to 
the setting. indicated on the 
roll chart in’ the “load” 
column. 


“ at : 
READ QUALITY oe. 
DIRECT ON METER SCALE SS | 
IMPORTANT: The letter “A’’ or 'B" appearing 
directly after the ROLL CHART “toad"' setting, 
indicates the scale to be read. (Most tubes use. 
scale A), 

Top. scale (A) is specified for tubes with a plate 


current exceeding 10 milliamperes. This applies 
to the majority of tubes. 


Bottom scale (B) is specified for the relatively — 
small number of tubes with a plate current of 
less than 10. milliamperes—mostly battery tubes. 

The linear (0 to 100) scale makes it possible 
to compare the relative emission of two or more 
tubes. of the exact same type. 
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NOTE: #1: Disregard the flash of the indicator lamp 
when the elemental switches are moved. | 
NOTE #2: The element listed in the ‘'P’’ column of the 
chart is used only during the Quality test. It should not. 
be left in the “‘P’’ position during the short test. 

NOTE #3: Do not at any time have more than one 
element in the ‘‘P"’ position. 

NOTE #4: Multiple listings for a tube indicates that 
the tube under test is a multiple section tube. All sec- 
tions must read good. ‘ 


Hil Cont, is 


o Tube - Fil. Vous “ F | ete ee me Load 
596: ee - F ane ae mee 


ae Depending on your fine voltage, place the power ‘switch in the “Hi? or 
“Lo” POnnOn LSU ree Ee EE Aes me 


es the we lever seth 4 in the up! | position and: the #3 dever switch: in: ‘the: < a 
a peace. All gece should be down in the KY: ppastien Pee Soe 


ee Place the shoreuality switeh i in the ‘Quality’ position. 


ne eave “lament switch in the "35" position, 


“ey position, the #3 switch in the 


a With the #2 elemental switch in the 
position, Make sure all other: 


"N" position, place the #5 switch in the “p” 
switches are down in the “K" position. 


» 8 Turn the load control w "50". 


Read the Quality directly on seale A of the meter. 


SERVICE NOTES FOR 
MODEL TW:-Ii 


A false ‘‘short’’ indication on tubes known to be good is usually caused 
by more than one lever being in the ‘'P"’ position during the ‘'short”’ 
test. This effect can also be caused by a shorted .01 Mfd. condenser 
connected to the short indicator lamp. 

A low emission reading on all tubes can be caused by a damaged 
“load” control. It can also be caused if the knob on the filament vol- 
tage switch has loosened and shifted position thus applying a lower 
voltage on the filament of the tube under test. 

. Tubes burning out during a test is usually caused by the filament vol- 
tage knob shifting, thus putting a higher filament voltage on the tube. 
The neon indicator glowing during the ‘'short'’ test with no tube in- 
serted in a tube socket usually indicates a short in one of the sockets. 
Inability to test tubes that use the T.C. lever as a test can usually be 
traced to a broken top cap lead. 

No "quality" (emission) reading on good tubes usually indicates a burnt 
out 1,000 Ohm resistor, dirty or corroded contacts on the ‘'short- 
quality’’ switch, or a burnt out meter. 

High emission readings on all tubes with the ‘‘load"’ control having no 
effect is usually caused by an open or burnt out load control. 

No emission readings when the ‘'short-quality"’ switch is set to ‘‘special"’ 
can be caused by a burnt out 5,000 Ohm resistor or an open high 
voltage winding in the transformer. 


The neon lighting when the ‘‘short-quality’’ switch is set to ‘‘special’’ 
is normal and may be disregarded. . 


REPLACEMENT PARTS LIST FOR MODEL TW-11 
RG NEE sac ecahishon ieisnrconieaorain nite ea ered eeaatsanaiomaiemied chee $1.00 


(To keep your instrument up to date you need only replace the paper roll chart on- 
nually. We revise roll charts as frequently as necessary depending upon the release 
of sufficient new tubes). 


Complete Meter 
DN TIE iF iiss issas ia Nappa een conic steep a kceaeanaeae eS SpE hace 
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Individual lever switch 
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